








































 

 

  

 

Filtration of the supernatant 
After the centrifugation step of alkaline lysis, passing the lysate through 
a folded filter is recommended. The filter will remove SDS and cellular 
debris from the lysate, and shorten the column flow-through time of the 

sample filtration. Before using, rinse the filter with 2 ml of 70% 

ethanol, and wash the filter with 5 ml deionized water. For 

supporting the filtration, using the folded filter on a funnel is also 
suggested. After the filtration, continue to step 9 of the protocol. 
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